Background: There is limited knowledge regarding the strength of zirconia abut-
| INTRODUC TION
Customized ceramic implant abutments are frequently used as part of implant-borne reconstructions predominantly in esthetically demanding clinical situations. The main benefit of ceramic abutments is based on esthetics demonstrating less discoloration of the periimplant mucosa compared to titanium abutments (Jung et al., 2008) .
The first ceramic abutments introduced for esthetic indications were made out of high-strength ceramic alumina (Prestipino & Ingber, 1993a,b) . Alumina abutments, however, exhibited fractures during clinical function resulting in a cumulative survival rate of only 93% at 1 year of clinical service (Andersson, Odman, Lindvall & Lithner, 1995; Andersson et al., 2001 ).
Abutments made out of high-strength ceramic zirconia exhibited superior fracture resistance compared to alumina abutments (Att, Kurun, Gerds & Strub, 2006; Glauser et al., 2004; McGlumphy, Robinson & Mendel, 1992; Yildirim, Fischer, Marx & Edelhoff, 2003) .
The clinical long-term stability of zirconia abutments was reported to be excellent and similar to titanium abutments (Glauser et al., 2004; Sailer, Philipp et al., 2009; Zembic, Bosch, Jung, Hammerle & Sailer, 2013) . Due to these favorable clinical results, zirconia abutments are available for almost all implant systems, thereby fulfilling the rising demand for esthetic implant-borne reconstructions. More recently, dyed fluorescent zirconia was introduced to further improve the esthetic soft tissue outcome of implant-borne reconstructions. In a recent study, it was demonstrated that shading of the white zirconia with a fluorescent dye could lead to all-ceramic abutments that mimic the optical properties of natural teeth (Happe et al., 2013) .
The various implant systems available today offer different types of implant abutment connections. Depending on the design of the respective implants, the implant abutment connection is characterized by being internal or external. For zirconia abutments, an internal connection can be accomplished by the abutment itself (one-piece) or by a secondary metallic coupling/component (two-piece) . Several studies demonstrated that the type of connection has a significant influence on the stability of titanium abutments. Higher stability was found at internally connected titanium abutments compared to externally connected ones (Khraisat, Stegaroiu, Nomura & Miyakawa, 2002; Mollersten, Lockowandt & Linden, 1997; Norton, 1997) . Moreover, the type of connection had an important influence on the stability of zirconia abutments. Significantly higher stability was found for two-piece internally connected zirconia abutments than for one-piece internally or externally connected zirconia abutments (Sailer, Sailer, Stawarczyk, Jung & Hammerle, 2009; Sailer, Philipp et al., 2009 ).
The available laboratory and clinical studies solely tested regular diameter zirconia abutments connected to regular diameter implants. This type of implant/abutment diameter has most frequently been used in the esthetic areas (i.e., the central incisor and premolar regions). Due to the limited stability, narrow diameter implants were mostly indicated in regions where less load was expected such as the maxillary lateral incisor or the mandibular incisor regions.
New narrow-diameter implants made of a high-strength zirconium-titanium were evaluated in a number of preclinical and clinical studies (Ioannidis et al., 2015; Thoma et al., 2011) . These alloys allow increasing the clinical indications for narrow diameter implants for the central incisor and premolar regions as well as for multi-unit reconstructions (Moraguez, Vailati, Grutter, Sailer & Belser, 2016) . Possible advantages of narrow diameter implants as opposed to regular diameter implants include a less invasive surgery, predominantly in anatomical areas with an insufficient bone width. This leads to less GBR (guided bone regeneration), faster healing, earlier loading and cost reduction for the patient. Most likely, these narrow implants will also be used in combination with zirconia abutments in the esthetic zone in the future. One has to bear in mind, however, that reducing the diameter could lead to a critical decline of the zirconia abutment dimensions, possibly decreasing the stability of ceramic abutments. No information is yet available on the stability of narrow diameter zirconia abutments connected to the implants with the above-mentioned types of implant abutment connections.
Therefore, the aim of this study was to evaluate the fracture strength and bending moments of different types of zirconia implant abutments on narrow diameter implants with internal and external implant abutment connections and to compare it to the one of connection (T2) (p < .05). For all test groups, the bending moments were significantly reduced when restored with all-ceramic crowns.
Conclusions:
For narrow diameter abutments, the fracture strength of 2-piece internal connected zirconia abutments fixed on titanium resin bases was similar to those obtained for 1-piece titanium abutments. Narrow diameter zirconia abutments with internal connection exhibited higher fracture strength than zirconia abutments with an external connection. Titanium abutments with an internal connection were significantly stronger than identical zirconia abutments.
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aging, bending moment, hybrid abutment, implant abutment, implant abutment connection, titanium resin base, zirconia abutment an internally connected narrow diameter titanium abutment. The null-hypotheses of this study were that (i) narrow diameter zirconia abutments supported by titanium resin bases exhibit the same fracture strength as narrow diameter titanium abutments, (ii) the type of connection (internal vs. external) does not influence the fracture strength, and (iii) the type of abutment material (zirconia vs. titanium) does not influence the fracture strength of the abutments.
| MATERIAL AND ME THODS
In this in vitro study, the fracture load of four types of customized zirconia test abutments and one type of customized titanium abutment (control) were included. This study protocol strictly followed the procedures of four previous studies Muhlemann, Truninger, Stawarczyk, Hammerle & Sailer, 2014; Truninger et al., 2012) to provide standardization and comparability of data.
Test group 1 (T1): 1-piece zirconia abutment with internal implant abutment connection (Cares abutments on Bonelevel NC Roxolid implants, Straumann, Basel, Switzerland). In each group, 24 identical abutments were fabricated. The same design of the abutment was used as in the previous investigations, following the clinical situation of one patient. For details on the abutment shape and design please, see: Muhlemann et al., 2014; Truninger et al., 2012) . In each group, 12 abutments were tested without a reconstruction. For the remaining 12 abutments, identical leucite-reinforced glass-ceramic crowns (IPS Empress CAD, Ivoclar Vivadent, Schaan, Liechtenstein) were fabricated and cemented with resin cement (Rely X Unicem, 3M ESPE, Seefeld, Germany) before aging and the fracture load test.
| Fabrication of the abutments
The procedures in this study were performed according to the standardized test method used in a series of previous studies Muhlemann et al., 2014; Truninger et al., 2012) . In these studies, one clinical case with a single implant (Standard Plus, RN, Straumann) in the maxillary central incisor region was chosen for the fabrication of a customized "master abutment" (Cares, Straumann) ) The shape of this "master abutment" was virtually designed for the regular platform implant (Standard Plus RN, Straumann), following the anatomical requirements of the respective patient/site Truninger et al., 2012) . This "master abutment" shape was then transferred to the other tested implant abutment systems (Sailer, Philipp et al., 2009; ).
The same "master abutment" was used in the present investigation for the fabrication of the different abutment types for narrow platform implant abutment connections. For this, the original STL data of the "master abutment" were virtually transferred from the regular platform onto a narrow platform (Cares, Straumann). The dimension of the implant abutment connection was changed to narrow platform; however, no modification of the outer shape/dimensions of the "master abutment" was performed (Figure 1 ).
This new "master abutment" data were used for the fabrication of the abutments in the test group 1 (n = 24) and the control group (n = 24) (Cares, Straumann).
For the fabrication of the abutments in test groups 2 and 3, one abutment of test group 1 was scanned with a CAD/CAM scanner (Procera, Nobel Biocare, Sweden) and used for the fabrication of the 48 identical zirconia abutments (Procera).
The abutments in test group 4 were fabricated according to the procedures in test groups 2 and 3, yet using a different type of CAD/ CAM system (Lava, ESPE, Seefeld, Germany). The "master abutment" was scanned (Lava™ Chairside Oral Scanner C.O.S., 3M ESPE) and 24 identical zirconia abutment copies were fabricated (ESPE, Germany).
The abutments were adhesively cemented (Rely X Unicem, ESPE) to titanium resin bases (= hybrid abutment; titanium base with an extraorally cemented zirconia reconstruction, results in a reconstruction that can be screw-retained) (Variobase, Straumann), in order to
The dimension of the implant abutment connection has been changed from regular platform (titanium) to a narrow platform (zirconium). Note that no modification of the outer shape/ dimensions has been performed establish the internal connection to the implants in this test group (Straumann Bonelevel NC Roxolid).
| Fabrication of the glass-ceramic crowns
For the fabrication of the crowns, the original master cast of the previous investigations ) was modified by exchanging the regular platform implant replica to a narrow platform implant replica (NC implant analog, Straumann) in the same position.
The "master abutment" was fixed on the implant replica, and the master cast was scanned with a CAD/CAM scanner (Cerec InEos, Sirona, Bensheim, Germany). The missing central incisor crown was designed virtually (Cerec 3D software, Sirona) representing the ideal shape for the respective clinical case.
Sixty identical glass-ceramic crowns were then milled out of the glass-ceramic blanks (IPS Empress CAD, Ivoclar Vivadent, Schaan, Liechtenstein), using the milling machine of the corresponding CAD/ CAM system (Cerec InLab, Sirona).
After the milling, all crowns were adapted to the respective abutments in the different groups and were glazed (e.max Ceram Glaze Powder, Ivoclar Vivadent) in a ceramic furnace (Austromat 4D, Dekema, Freilassing, Germany) following the manufacturer's instructions. The specimens were placed in custom-made acrylic resin holders with a 3 mm vertical distance from the implant shoulder to the top of the acrylic holder in order to simulate vertical bone loss ( Figure 2) (ISO 14801). The specimens were fixed to the holders with flowable acrylic resin (ScandiQuick, ScanDia, Hagen, Germany) that was applied through a lateral drill hole with a syringe. The resin excess was carefully removed from the top of the acrylic resin holders.
| Preparation of specimens
In the groups restored with glass-ceramic crowns, the abutments were cleaned with ethanol (95%) and pre-treated with the corresponding silanes/primers (zirconia abutments: Rely X Primer (3M ESPE); titanium abutments with: Alloy Primer (Kuraray). The glassceramic crowns were cleaned with ethanol (95%), etched with a hydrofluoric acid (VITA Ceramics Etch, Vita Zahnfabrik, Bad Säckingen, Germany) and silanized (Rely X Ceramic Primer, 3M ESPE).
Finally, the crowns were adhesively cemented on the abutments with self-adhesive resin cement (Rely X Unicem, 3M ESPE) according to the manufacturer's recommendations.
| Artificial aging
The restored and un-restored specimens were subjected to thermo cycling (5 to 50°C, dwelling time 120 s) and chewing simulation (1,200,000 cycles, 49 N, 1.67 Hz, custom-made computer-controlled masticator, University of Zurich, Switzerland).
A corrosion-free indenter (ST V4A) with a rounded tip (Ø: 8 mm) was used as an antagonist material. The specimens were loaded 3 mm below the incisal edge at a 30° angle of the indenter to the palatal surface of the crowns/abutments. The vertical indenter movement for each chewing act was 2 mm.
After chewing simulation, all specimens were visually inspected for failures before testing.
| Fracture load test
Following aging, the fracture load (N) of the specimens was measured using a universal testing machine (Zwick/Roell Z010, Zwick, Ulm Germany, 1 mm/min).
The load from the indenter (ISO Norm 14801: 2007) was applied at a 30° angle to the palatal surfaces of the crowns/abutments. In order to ensure even force distribution to the crown/ abutment during loading, a 0.5-mm-thick tin foil (Dentaurum, F I G U R E 2 Schematic drawing of the setup for aging, testing and information on the parameters needed for the calculation for the bending moment in Ncm. (a; midline, b; simulated 3 mm bone resorption, l; distance from the simulated bone level to the center of load, F; load, 1; implant, 2; acrylic holder, 3; indenter) Ispringen, Germany) was placed in between the specimens and the indenter (Kellerhoff & Fischer, 2007; ).
Static load was applied to the specimens until failure (Figure 3 ).
Failure was defined either as visible fracture of the abutment/crown, or after a 20% decrease of the maximum load (F max) in case, no obvious fracture was observed. For each group, the fracture load was recorded using the corresponding software (TestXpert V.II.02, Zwick/Roell, Ulm, Germany). 
| Failure analysis
All specimens were analyzed in digital microscope to locate and determine the origin of abutment/crown failure.
The abutment failures were classified as follows:
1. Catastrophic failure of abutment and/or crown due to fracture 
| Statistical analysis
The initial distortion, the maximum fracture force, the minimum, maximum and mean bending moments and reason for failure for restored and un-restored abutments were reported using descriptive statistics, either means and standard deviations or counts. The mean bending moments were presented with box plots and compared using ANOVA with p-values adjusted for multiple comparisons using Tukey′s procedure. Comparisons between restored and un-restored abutments were carried out using unpaired t-tests. All analyses were performed using Stata, version 14.0 (Stata Corp., College Station, TX, USA). The level of statistical significance was set at p < .05.
| RE SULTS
The maximum fracture force ranged from 362 ± 47 N to 883 ± 56 N for un-restored abutments and from 86 ± 109 N to 321 ± 181 N for abutments restored with leucite-reinforced glass-ceramic crowns (Tables 1 and 3) .
| Bending moments of un-restored abutments
None of the abutments experienced fractures or loosening during the aging process. The mean bending moment of the un-restored abutments ranged from 225 ± 29 Ncm to 521 ± 33 Ncm (Table 1, Figure 5 ). The highest mean bending moment was obtained by the group of internally connected 2-piece abutments including a titanium resin base (T4) and the lowest mean bending moment by the 1-piece zirconia abutment with external hex connection (T2).
The control group (C) with 1-piece titanium abutment showed a mean bending moment of 404 ± 36 Ncm, which was significantly higher than those of test groups 1, 2 and 3 (p < .05). The fluorescent zirconia abutments supported by titanium resin bases (T4) had a mean bending moment of 521 ± 33 Ncm, which was even higher than for the one of the control group (C) (p < .05) (Tables 1 and 2 ).
Zirconia abutments with internal connection (T1) showed significantly higher mean bending moment values (311 ± 108 Ncm) than zirconia abutments with external connection (T2) (225 ± 29 Ncm) (p < .05) ( Tables 1 and 2 ).
The largest range between the minimum and the maximum bending moment was in group T1 with minimum and maximum bending moment of 206 and 492 Ncm, respectively. For all the others groups, minimum and maximum values ranged between 84
and 116 Ncm (Table 1) . In T1, all abutments had internal fractures after the bending moment test and in T2 all abutments presented external fractures. In T3, all the abutments fractured around the titanium connection and in T4 none of the abutments fractured but all the abutments showed deformation. In group C, all 12 abutments showed abutment deformation (Table 1) .
| Bending moments of abutments restored with glass-ceramic crowns
During the aging process, six of 12 crowns in the T3 group and two of the crowns in groups C and T2 each cracked but remained as a whole (Table 3 ). All samples underwent the fracture strength test.
The mean bending moments of the restored abutments ranged from 80 ± 102 to 302 ± 170 Ncm (Table 3, Figure 6 ). The highest mean bending moment values were reported for group C followed by group T4 (278 ± 84 Ncm) and group T1 (202 ± 59 Ncm). (Tables 3 and 4 ).
There was a major difference for the incidence of fractures of the leucite-reinforced glass-ceramic crowns between the groups.
In group T1, both, the crown and the abutment, had fractured in most cases, whereas in group T2, 10 crowns and 3 abutments fractured. In group T3, most of the crowns and two abutments fractured. In group T4, five crowns and 1 abutment fractured, and deformation was visible for 9 abutments. In group C, six crowns fractured and abutment deformations were visible for the remaining six abutments (Table 3) . F I G U R E 5 Box plot for mean bending moments for un-restored abutments (Table 5) .
| Failure analysis
The failure types from the microscope analysis are addressed in Table 1 for un-restored abutments and Table 3 for restored abutments. For test group 1 un-restored abutments, all abutments fractured in the internal part at the thinnest part of the abutment as can be seen in Figure 4a ,b. Within test group 1, all of the specimen underwent a deformation of the abutment screw. All of the abutments in test groups 2 and 3 ( Figure 4c,d ) had an external fracture and an abutment-screw loosening. Test group 2 did not go in a microscope analysis because all of the abutments had a catastrophic failure which were detectable by the eye. Inner metallic part in test group 3 also had a deformation. Test group 4 (Figure 4e ,f) and control group (Figure 4g ,h) had no visible cracks nor fractures but all of them had a deformation in the internal part.
For the restored group 1, all of the abutments fractured externally at the screw neck at the abutment's thinnest part. In test groups 2 and 3, most of the abutments were intact due to a crown fracture. The few abutments that fractured had an external fracture.
Most of the abutments in test group 4 had a deformation. In control group, half of the abutments had a deformation and the other half had a crown fracture.
| D ISCUSS I ON
In the present study, un-restored zirconia abutments connected internally to narrow diameter implants by means of a titanium resin base were significantly more stable than all other tested one-or two-piece zirconia abutments. In addition, the un-restored zirconia abutments supported by a titanium resin base exhibited a similar or even higher fracture strength than one-piece internally connected titanium abutments. Similar to previous experiments, the same configuration of un-restored one-piece internally connected abutments TA B L E 5 Comparisons between abutments with and without glass-ceramic crowns exhibited significantly more strength when made out of titanium than out of zirconia.
It has previously been reported that metallic secondary couplings increased the strength of zirconia abutments at internal implant abutment connections ). This observation was documented for regular diameter implant abutment connections . In the present study on narrow diameter implant abutment connections, the metallic secondary coupling did not necessarily increase the strength of the zirconia abutments as demonstrated by group T3. However, the metallic internal connection given by the titanium resin base led to such a high stability of the zirconia abutments that it reached similar or even higher values compared to the titanium control abutments. Moreover, when restored with glass-ceramic crowns the strength of the zirconia abutments supported by titanium resin base was similar to the strength of control titanium abutments and significantly better than at 2 of the 3 tested zirconia abutment types. Debonding of a zirconia abutment from a titanium resin base never occurred in the present study, despite the aging process simulating 5 years of clinical function. This outcome is fairly positive because the fixation of the abutments/ crowns to the titanium resin bases and the respective implants is solely accomplished by means of adhesive cementation.
All previously published studies revealed that, in general, zirconia abutments exhibited approximately half the fracture strength compared to titanium abutments (Sailer, Philipp et al., 2009) . In the present study on narrow diameter abutments, this finding was less pronounced with control titanium abutments exhibiting approximately 30%-40% more strength as the conventional zirconia abutments (one-piece zirconia abutment). Due to the reduced strength of conventional zirconia abutments, the respective clinical indications were limited to sites with low masticatory forces such as the anterior regions of the maxilla and mandible. Limited scientific evidence exists on zirconia abutments being used in the posterior regions (Zembic et al., 2013) . Few initial studies demonstrated that one-piece externally connected zirconia abutments showed favorable clinical results (Zembic et al., 2013) . These results were later confirmed in a systematic review (Jung, Zembic, Pjetursson, Zwahlen & Thoma, 2012) , demonstrating that based on the available clinical evidence, all-ceramic crowns on ceramic abutments show similar survival rates as metal-based reconstructions.
One might speculate that based on the favorable outcomes of this in vitro study, the combination with a titanium resin base provides sufficient strength to expand the use of zirconia abutment to sites that were not recommended in the past. Clinical studies are needed to support this assumption in the future.
In the present study, the un-restored abutments exhibited higher bending moments than the restored abutments. This, however, did not affect the different abutment configuration and material in the same magnitude. Similar observations were made in an earlier study (Muhlemann et al., 2014) . A possible reason for this could be the length of the implant restorative complex that might have led to more strain at the level of the implant abutment connection in the samples with the crowns as compared to the shorter un-restored abutments. Early failure experienced in the reconstruction material could not exert principle forces at the abutment level.
After chewing simulation of the restored abutments, some of the crowns presented small cracks that could be attributed to the sharp edges of abutment, possible crack formation during milling procedures or expansion of the resin cement used. These possible factors yielded to lower fracture load values resulting in lower bending moment. In addition, leucite glass ceramics were used as crown materials. This material has inferior mechanical properties than many other ceramics and could therefore resulted in lower bending moment. This type of ceramics was chosen, however, to have the same material as was used in the previous investigations, Muhlemann et al., 2014; Truninger et al., 2012) .
The present study showed that the narrow diameter zirconia abutments exhibited differences in mean strength depending on the type of design and connection. Internal connections of the one-piece zirconia abutments led to slight plastic deformation of the implant abutment complex whereas in case of externally connected one-piece zirconia abutments fracture occurred prior to any deformation, indicating that this type of zirconia abutment had less mechanical stability. The outcomes of the present study and also previous investigations support this assumption.
Moreover, the range between minimum and maximum bending moments within the groups differed. Namely in group T1, 1-piece zirconia abutment with internal implant abutment connection, the range was the largest, compared to those of the other groups.
Common mean values are helpful for the clinician to compare various types of zirconia-based reconstructions and relate them to traditional metal-based restorations. Apart from these, outliers have to be carefully considered. The relatively large differences between minimum and maximum bending moments might have a significant influence on the choice for a specific reconstruction in terms of clinical indications. In situations with higher occlusal forces, one has to take into account that for some zirconia abutments and specific implant abutment connections, the observed minimum bending moments might not be sufficient to support the desired reconstruction.
Depending on the design of the abutment and the type of connection, several reasons might explain these relatively large differences. The use of an internal connection without metallic coupling (group 1) provides a one-piece abutment design and, due to a fully industrialized process, the manufacturer can control the quality.
The production process of CAD/CAM abutments using a metallic coupling (titanium base) includes a standardized step (milling of the abutment) by the manufacturer but, in addition, a second step with a dental technician preparing the titanium base and cementing the abutment. This step cannot be performed under industrialized settings and might explain a higher range of minimum and maximum values for groups 3 and 4. The process of adhesive cementation is, therefore, critical and involves a series of possible mistakes, in part at least, explaining a higher variation of bending moment values with the two groups.
In implant dentistry, ISO 14801 serves as the only standard requiring 1 × 10 6 cycles with an upper load limit of 100 N at 30° axial loading. It has been previously reported that 2 × 10 6 cycles correspond to approximately 4 years of physiological occlusal and masticatory activity (Baldissara, Ozcan, Melilli & Valandro, 2010; Ozcan & Jonasch, 2016) . Nevertheless, a recent systematic review indicated that in all studies fatigue loading tends to decrease the results regardless of the cyclic loading conditions (Coray, Zeltner & Ozcan, 2016) . In addition, ISO 14801 requires embedding the implants with 3 mm implant neck exposure prior to loading to increase the torque effect that certainly represents a worse case clinical scenario. The results of this study should be verified using mechanically more stable reconstruction materials and by randomized controlled clinical trials.
| CON CLUS IONS
From this study, the following could be concluded:
1. Un-restored narrow diameter two-piece zirconia abutments connected internally to the implants by means of a titanium resin base were significantly more stable than all other tested one-or two-piece zirconia abutments.
Un-restored internally connected two-piece zirconia abutments
fixed by means of titanium resin base exhibited similar strength as one-piece titanium abutments.
3.
The strength of a one-piece titanium abutment was significantly higher than the strength of zirconia abutment with identical configuration.
4.
The strength of one-piece internally connected zirconia abutments was significantly higher than the strength of one-piece externally connected zirconia abutments.
5.
The two-piece internally connected zirconium abutments including a metallic click-on internal connection exhibited significantly lower strength than the internally connected zirconia abutment fixed by means of a titanium resin base.
6. For all test groups, the fracture strength decreased significantly when restored with the glass-ceramic crowns and differences between different abutment configuration and materials were also reduced.
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